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Accurate spectral calibration of airborne and spaceborne imaging spectrometers is essential for proper
preprocessing and scientific exploitation of high spectral resolution measurements of the land and
atmosphere. A systematic performance assessment of onboard and scene-based methods for in-flight
monitoring of instrument spectral calibration is presented for the first time in this paper. Onboard
and ground imaging data were collected at several flight altitudes using the Airborne Prism Experiment
(APEX) imaging spectrometer. APEX is equipped with an in-flight characterization (IFC) facility allow-
ing the evaluation of radiometric, spectral, and geometric system properties, both in-flight and on-ground
for the full field of view. Atmospheric and onboard filter spectral features present in at-sensor radiances
are compared with the same features in reference transmittances convolved to varying instrument
spectral configurations. A spectrum-matching algorithm, taking advantage of the high sensitivity of mea-
surements around sharp spectral features toward spectrometer spectral performance, is used to retrieve
channel center wavelength and bandwidth parameters. Results showed good agreement between
spectral parameters estimated using onboard IFC and ground imaging data. The average difference be-
tween estimates obtained using the O2 and H2O features and those obtained using the corresponding
filter features amounted to about 0:3nm (0.05 of a spectral pixel). A deviation from the nominal labora-
tory instrument spectral calibration and an altitude-dependent performance was additionally identified.
The relatively good agreement between estimates obtained by the two approaches in similar spectral
windows suggests they can be used in a complementary fashion: while the method relying on
atmospheric features can be applied without the need for dedicated calibration acquisitions, the IFC
allows assessment at user-selectable wavelength positions by custom filters as well as for the system
on-ground. © 2011 Optical Society of America
OCIS codes: 280.0280, 110.0110, 300.0300, 120.4640.
1. Introduction
A large variety of imaging spectrometers exists [1],
and they are successfully being used to simulta-
neously retrieve variables from different spheres of
the Earth [2]. However, numerous studies evidenced
severe inaccuracies in retrieved reflectance and high-
er level products due to errors in instrument spec-
tral calibration [3–5]. The conversion of at-sensor
radiance to physical surface reflectance quantity
requires compensating for the presence of the at-
mosphere and its effects, such as absorption and
scattering [6,7]. An erroneous instrument spectral
calibration would induce compensation at the wrong
wavelengths, causing the appearance of atmospheric
residual features in the reflectance spectrum.
The subsequent exploitation of the spectral features
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present in the retrieved surface reflectance spectra
would also introduce a bias in the further analysis
and propagate uncertainties into final products.
Errors in spectral calibration parameters are
defined as deviations from the nominal parameter
values assigned during previous instrument charac-
terization. Errors may occur as shifts in center wave-
lengths and/or changes in bandwidth i.e., full width
at half-maximum (FWHM) of spectral response func-
tions (SRF) associated with individual detector pix-
els. For area detectors, a further artifact is caused
by a variation in dispersion along the dimension
of the entrance slit. This leads to a spectral shift
that depends on the pixel location along the cross-
dispersion direction of the detector, causing a change
in detector smile [8]. Technical limitations of instru-
ment design, mechanical tolerances, vibrations, and
changes in instrument temperature and pressure are
among the most common causes generating devia-
tions in spectral calibration of pushbroom dispersive
airborne and spaceborne systems [4].
Due to the high sensitivity of the measured spec-
trum to the instrument spectral performance in spec-
tral windows where abrupt radiance changes occur,
most of the methods for in-flight spectral character-
ization of imaging spectrometers are based on the
evaluation of sharp absorption features present in
given radiance spectra used as a reference [9,10].
Typical strategies for in-flight spectral characteriza-
tion are broadly divided into two groups. The first
compares the position of a spectral feature in the ob-
served spectrum to the position of the same feature
in a modeled reference spectrum and calculates mod-
el parameters producing the best match [4,10]. The
second group builds on the notion that links a smooth
reflectance-spectrum appearance with an accurate
atmospheric compensation model, which in turn
is associated with a valid wavelength calibration
[5,9,11]. Hence, it looks for the set of spectral param-
eters, which, when used as an input in the atmo-
spheric correction, results in the smoothest surface
reflectance spectrum. Smoothing techniques work
well if instrument spectral deviations are small. For
larger band shifts, the operation of smoothing, usual-
ly performed bymoving average, might fail to remove
residual features in the smoothed reference spec-
trum used as surrogate for the true surface [9,12].
To be able to use feature-matching approaches in
the spectral domain, the measured spectrum must
have distinguishable features occurring at the spec-
tral resolution limit of the instrument at hand and
transferable to a known reference spectrum. When
relying solely on image data, the reference spectrum
is usually given by the modeled at-sensor radiance
[5], transmittance, or irradiance [4] signals contain-
ing atmospheric absorption features. When avail-
able, onboard spectral calibration sources may
provide a valid alternative to image data as well
as a useful complement covering spectral regions de-
void of atmospheric features; reference signals are
then usually diffuser plates’ absorption lines or dedi-
cated filter transmittances [13–16].
In this paper, a systematic evaluation and compar-
ison of two independent approaches aimed at instru-
ment in-flight spectral characterization is presented
for the first time. The first approach relies on dedi-
cated calibration acquisitions performed with char-
acterization equipment onboard the APEX imaging
spectrometer. The second approach uses atmospheric
features present in standard ground imaging. The in-
vestigation focused on the APEX instrument [17], yet
outcomes are considered relevant for other opera-
tional and upcoming sensor systems holding onboard
characterization equipment, such as the Environ-
mental Mapping and Analysis Program (EnMAP)
[18]. Among other existing airborne systems, AVIRIS
[16,19] and ROSIS [20] also hold internal character-
ization sources, both used before and after acquisi-
tion of a flight line.
2. Materials and Methods
A. APEX Imaging Spectrometer
APEX is an airborne dispersive pushbroom imaging
spectrometer developed by a joint Swiss–Belgian
consortium in the frame of the European Space
Agency’s (ESA) PRODEX (PROgramme de Dévelop-
pement d'EXpériences scientifiques) programme. It
is designed to validate and calibrate spaceborne mis-
sions and contribute to advanced product de-
velopment. Table 1 presents an overview of APEX
performances.
Table 1. APEX Instrument Performance
Spectral Performance
VNIR SWIR
Spectral range 375–983nm 991–2500nm
Spectral bands 334 (unbinned),
114 (def. binned)
198
Spectral sampling interval 0:45–7:5nm 5–10nm
Spectral resolution (FWHM) 0:7–9:7nm 6:2–12nm
Spatial Performance
Spatial pixels (across track) 1000
FOV 28°
IFOV 0:028° (∼0:5mrad)
Spatial sampling interval
(across track)
1:75m at 3500m
above ground level
Detector Characteristics
VNIR SWIR
Type CCD CMOS
Dynamic range 14bit 13bit
Pixel size 22:5 μm
by 22:5 μm
30 μm
by 30 μm
Smile average < 0:35pixel
Keystone (frown) average < 0:35pixel
Coregistration average < 0:55pixel
Other Information
Data capacity 500GB on solid state disks
Data transfer Spectral frames: 30MB=s
Data rate for
default configuration
0:4GB=km (1250km max.)
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The instrument design (Fig. 1) is a dispersive
pushbroom spectrometer acquiring the spectral and
across-track domain on area detectors. Imaging is
performed through forward motion of the aircraft.
The field of view (FOV) is projected by the ground im-
ager onto the spectrometer slit using a path folding
mirror. To minimize the polarization sensitivity, a
scrambler can be inserted to randomize the polariza-
tion of the incoming light at the expense of spatial
resolution. A collimator lens group directs the light
on the first prism. A dichroic coating separates the
short-wave infrared (SWIR) and visible and near-
infrared (VNIR) channels. The VNIR channel is then
dispersed further using a second prism. TheVNIRde-
tector is a commercial charged coupled device (CCD)
ranging from 380–1000nm, as of instrument design.
For the SWIR channel, a specific complementary
metal oxide semiconductor (CMOS) mercury cad-
mium telluride detector array was developed ranging
from 940–2500nm. The two spectrometer channels
are aligned to minimize the geometric coregistration
error.
Fig. 1. (Color online) IFC facility onboard APEX: (1) QTH lamp, (2) optical fiber, (3) fiber output (4) calibration shutter, (5) fixed folding
mirror, (6) diffusers, (7) feedback loop sensor, (8) sliding folding mirror, (9) filter wheel, (10) fixed folding mirror, (11) global shutter, □
temperature sensor, ∇ temperature sensor on optical base plate (averaged),⊗ differential temperature sensors.
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APEX holds an IFC facility (Fig. 1) allowing
the characterization of radiometric, spectral, and
geometric system properties, both in-flight and on
ground covering the full FOV. During in-flight char-
acterization operation, the main instrument shutter
is closed to avoid any light penetrating from the out-
side. A stabilized quartz tungsten halogen (QTH)
75W lamp in a dedicated housing is attached to
an optical fiber. The optical fiber guides the light
from the lamp through the calibration shutter, which
is usually closed to prevent the IFC light from enter-
ing the spectrometer during image acquisition. Diffu-
sers are placed before and after a fixed folding mirror
to improve the uniformity of the illumination. A sen-
sor is used to monitor the light level and to control
the lamp power accordingly in a closed control loop.
A sliding folding mirror is moved into the optical
path to reflect the light generated by the IFC toward
a filter wheel mounted in front of the ground imager.
The wheel holds four spectral filters to be used
for instrument spectral stability monitoring, these
are three bandpass filters (Spectrogon) with trans-
mission features at 700, 1000, and 2218nm; and a
standard reference material (SRM) filter from the
National Institute for Standards and Technology
(NIST) holding many distinct absorption features
throughout the VNIR and SWIR spectral range. A
fifth filter, an NG4 attenuation filter, is used to avoid
saturation in the VNIR channel at maximum radi-
ance levels (image acquisition over snow). The sixth
filter wheel position is left empty for standard data
acquisition. Deterioration of the spectral filters is not
expected as they are located inside the enclosed and
temperature stabilized optical subunit.
For each filter position, the IFC light is dispersed
onto the detectors in exactly the same fashion as
ground observations. With this design, the most rele-
vant parameters of APEX’s optical performance can
be characterized in-flight. IFC measurements will
be carried out during each laboratory and flight
campaign.
Coregistered onboard with the image and IFC data
the system measures environmental parameters,
reflecting the state of the instrument during a parti-
cular acquisition. For the collection of these house-
keeping (HK) data, a number of temperature
sensors are placed within the optical subunit (e.g.,
on both detectors, on the optical base plate) and
the baffle compartment (on the power supply unit),
while pressure sensors are located inside as well
as outside the optical subunit compartment (Fig. 1).
In 2009, the recording of HK data coregistered with
IFC measurements during targeted on-ground and
in-flight experiments allowed identification of a tem-
perature and pressure driven trend on instrument
spectral performance. The highest correlation was
found with the temperature in the baffle and with
the differential pressure [17]. Following these find-
ings an instrument revision took place, aimed at
the stabilization of the system for a range of tempera-
ture and pressure conditions to be encountered
during operation. The revision included the manu-
facturing of a pressure regulation mechanism for
the automatic release or fill-in of nitrogen according
to the change in-flight altitude and an optimization
of the system heating/cooling regulation.
B. APEX Data
APEX data acquired during a flight campaign in
June 2010 were used in this study. APEX has an elec-
tronic binning pattern implemented, allowing vari-
able spectral sampling intervals in the 375–616nm
VNIR spectral region for which lower signal-to-noise
ratios (SNRs) are expected. In this study, data ac-
quired using the default VNIR binning pattern were
used; however, the data analysis focused on spectral
regions falling outside of the binned region. A total of
114 and of 198 spectral bands were acquired in this
configuration for the VNIR and SWIR, respectively.
Fourdifferent flight heights, corresponding to2500,
3500, 4100, and 6500mabove sea level, were selected
based on previous experience suggesting differential
pressure and system temperatures having an impact
on instrument performance [17]. IFC data were ac-
quired before and after each flight line. The timely
proximity of ground imaging and IFC data-takes se-
cured acquisition under comparable environmental
conditions verified by means of the coregistered
HK data.
Flight lines were flown on consecutive days and
slightly differing acquisition times and locations
within Switzerland. Simultaneously, vicarious mea-
surements were performed on ground. Before data
acquisition, a full laboratory characterization was
performed at the Calibration Home Base located at
DLR Oberpfaffenhofen in Germany. Laboratory
calibration resulted in nominal sensor spectral pa-
rameters, i.e., center wavelength and FWHM, mea-
sured under controlled conditions. These provided
the initial calibration parameters toward which esti-
mates by both in-flight approaches were compared.
Data preprocessing included radiometric calibration,
spatial resampling, detector coregistration, bad pixel
replacement, and a smear correction. For the spectral
calibration task, along-track averaging of image data
is performed to reduce spatial heterogeneity effects.
C. Estimation of Spectral Parameters
In this study, amethodology was devised aimed at the
estimation of instrument spectral parameters (center
wavelength and FWHM) by monitoring the position
and shape of spectral features, which by nature occur
always at the same wavelengths in an APEX spec-
trum. Three atmospheric absorption features were
chosen for the approach relying on ground imaging,
these are theO2-A feature at 760nm, theH2O feature
at 1135nm, and the CO2 feature at 2010nm. For the
IFC-basedapproach, absorption featureswere chosen
overlapping with atmospheric features as well as in
spectral regions devoid of atmospheric features.
Figure 2 shows the distribution of spectral features
available from the atmosphere and from IFC filters
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mounted on APEX, whose detectability is feasible at
APEX’s spectral resolution but might still be limited
by insufficient SNR (compare [8] for a list of available
natural features). The suitability of a feature for the
purpose of spectral parameter estimation cannot be
determinedapriori; in this study, featureswith great-
er depthwere generally preferred. TheO2-A feature is
known to hold the greatest potential for spectral char-
acterization because O2 is very well mixed in the at-
mosphere and the O2-A feature is narrow and deep.
Absorption featuresused for themethods’ comparison
are depicted in Fig. 3.
In the onboard approach, the reference spectrum is
given by the transmittance of the SRM filter included
in the IFC. The filter characterization is provided by
NIST inmeasurement intervals of 0:1nm from 350 to
850nm and 0:25nm from 850 to 2500nm.
When using the scene-based approach, a transmit-
tance spectrum is preferred over a radiance spec-
trum based on the assumption that the shape of
atmospheric absorption features in radiance data re-
mains essentially unvaried with respect to the corre-
sponding transmittance spectra. Different studies
have favored the former [5,21], others preferred the
latter [4], although none of these sources provided
clear evidence for the superiority of using one over
the other reference. The choice between a generic re-
ference transmittance spectrum and scene-specific
ones was made based on a sensitivity analysis inv-
estigating the impact of changing atmospheric
characteristics on instrument spectral parameters
retrieval. Simulations were performed for a simpli-
fied scenario, e.g., no instrument noise was assumed
and spectral parameters were varied one at a time.
Results showed how the influence of varying atmo-
spheric parameterization is merely confined to
FWHM estimation and even there it exclusively af-
fected results based on the H2O and CO2 features.
Large deviations in assumed water vapor content
and the derived nonlinearity of the transmittance
as a function of it, made it particularly difficult to de-
rive accurate FWHM change estimates using the
water vapor feature. The FWHM retrieval based
on the latter two features was excluded regardless
of these findings due to the insufficient instrument
spectral sampling (at 1135nm: SSI ¼ 9:6nm; at
2004nm: SSI ¼ 7:8nm). A generic transmittance
spectrum was found to provide no significant errors
for the further analysis and was, therefore, preferred
in this study to reduce processing time and efforts
associated with the spectral parameter estimation.
The calculation of atmospheric parameters is
based on MODTRAN 5 [22], which uses the
HITRAN2008 line database [23]. Total upward
transmittance (T↑) was calculated as the sum of the
spectral transmittances for diffuse (t↑dif ) and direct
(t↑dir) upwelling radiation from the surface to the sen-
sor (T↑ ¼ t↑dif þ t↑dir). The direct transmittance is gi-
ven as a standard MODTRAN output, while the
diffuse transmittance can be obtained by a 2-run
MODTRAN process as described by Guanter et al.
[24]. The spectral resolution of the MODTRAN out-
put was set to 8:2 cm−1.
Each reference transmittance spectrum point TðλjÞ
was convolved with the instrument’s calibrated re-
sponse for those spectral regions encompassing the
predefined absorption features (see Fig. 3). Prede-
fined absorption features fall outside the spectral
region subject to APEX spectral binning; thus, no
pixel binning function needs to be implemented in
the convolution. The following equation was used:
SiðΔλ;ΔFWHMÞ ¼
Xj¼N
j¼1
TðλjÞ % SRFiðΔλ;ΔFWHMÞ;
ð1Þ
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where SRFiðΔλ;ΔFWHMÞ stands for an SRF ap-
proximated by a Gaussian function to which a spec-
tral shift (Δλ) and a bandwidth change (ΔFWHM)
have been applied and where N is the number of
spectral points at which the input reference spec-
trum was originally sampled.
The convolved transmittances are iteratively fed
into an optimization loop, which searches for the
band shift and width change that results in the smal-
lest difference between the references and the mea-
sured APEX spectra. The optimization is performed
based on the Nelder–Mead simplex algorithm as de-
scribed in Lagarias et al. [25]. In order to achieve the
best sensitivity, the best match is evaluated using
correlation analysis in the region of the absorption
features. Features in both the reference and the mea-
sured spectrum are continuum normalized assuming
a linear continuum. Changes to the spectral param-
eters fed into the convolution are defined with re-
spect to the initial parameter grids coming from
the laboratory characterization. The search uses zero
as a starting deviation value for both parameters
without upper constraining thresholds for the mag-
nitude of deviations. In few cases, the process ended
before the function converged into its optimal value
and corresponding estimates were thus removed
from the final output.
3. Results and Discussion
A. Spectral Parameters Estimation
Results of the APEX spectral parameter estimation
for selected acquisitions are presented in this sec-
tion. For each detector, we first cross-validated esti-
mates obtained for the same wavelength region
using IFC filter features and corresponding atmo-
spheric features. Next, the linearity of retrieved
shifts over the detector’s spectral dimension was in-
vestigated using IFC filter features at different
wavelength positions. This second set of results is
meant to assess whether the spectral shift derived
by one single wavelength position can be used to up-
date the entire spectral range. Estimates obtained
with the IFC for the instrument on-ground, before
and after the flight, are also presented.
Figure 4 shows the nominal versus the updated
smile profiles obtained over four flight altitudes for
the VNIR band centered at 760nm. Estimations
based on the O2-A and corresponding NIST filter fea-
ture yield comparable results, differing in average of
0:3nm, corresponding to 0.05 of a spectral pixel in
this particular wavelength region. A deviation from
the nominal instrument spectral calibration and an
altitude-dependent performance are evident, con-
firming the unsolved pressure/temperature depen-
dency of the system. For prism-based instruments
as APEX, performance changes with altitude are
often connected to pressure-dependant dispersion
changes of the prism. Results were remarkably
reproducible when the instrument was flown at
the same altitude on different dates and sites (figures
not included here). In the future, the development of
a correction model in function of flight height is thus
something worth investigating. System performance
estimated at the highest flight altitude of 6:5km
shows the greatest deviation from nominal value.
A shift of 4:1nm (0.70 of a spectral pixel) and 4:4nm
(0.75 of a spectral pixel) for the central detector pixel
position was estimated by the onboard-based and
scene-based approaches, respectively. An increase
in smile is further identified by both approaches.
Smile, computed as the greatest difference found be-
tween the center wavelength values of two detector
pixels, amounts to 1:5nm (0.26 of a spectral pixel)
and 2nm (0.34 of a spectral pixel) for onboard-based
and scene-based estimates, respectively, compared to
the 0:6nm (0.1 of a spectral pixel) nominal value.
Figure 5 shows a good overlap between estimates
based on the three IFC filter features centered at
644nm, 743nm, and 803nm, respectively. For the
VNIR detector, the shift estimates in one wavelength
region can thus be considered representative for the
entire spectral range. Further, measurements taken
with the IFC on-ground before and after the flights
indicate a good correspondence with the instrument
laboratory characterization with across-track spec-
tral shifts close to zero.
For the SWIR detector, two wavelength regions
were identified for which NIST-filter and atmo-
spheric features are partly overlapping. Agreement
between the estimates obtained with the two ap-
proaches is observable in the first of the two exam-
ined regions, encompassing the H2O feature at
1130nm (Fig. 6). Deviation from nominal perfor-
mances is greater for the lower of the flown altitude,
reaching values of −13nm, being the equivalent of
1 spectral pixel in this particular wavelength region
featuring FWHM of about 12nm. Values refer to the
position of the central detector pixel. A shift amount-
ing to −2nm (0.17 of a spectral pixel) is estimated
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Fig. 4. (Color online) Smile characterization at 760nm for four
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smile as measured in the lab, while the dotted lines represent the
estimates based on the O2-A absorption feature (blue) and on the
NIST filter absorption feature (red).
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when the system is flown at 6:5km. The smile for the
investigated spectral region amounts to 2nm (0.17 of
a spectral pixel) and 3nm (0.25 of a spectral pixel) for
onboard-based and scene-based estimates, respec-
tively, compared to the 1nm (0.08 of a spectral pixel)
nominal value found in laboratory conditions. In the
second SWIR region, estimations based on the CO2
feature at 2001nm and analogous NIST-filter fea-
ture, confirmed the general direction of the shift evi-
denced in the former SWIR region, with shifts going
from shorter to higher wavelengths with increasing
flight altitude (Fig. 7), but significantly differed in
magnitude. Smile profiles are characterized by
a noisy appearance in the across-track direction
particularly for the IFC-based estimates. The two ap-
proaches yield estimates diverging in average by
2nm (0.2 of a spectral pixel), with the exception of
the flight performed at the highest altitude for which
a nearly perfect overlap of smile profiles is provided.
The low at-sensor signal within this absorption fea-
ture and the overlap between water vapor and CO2
absorption (double feature) may have led to the less
stable parameter retrieval.
Estimates for three IFC SWIR features confirmed
and added to these findings. Results in Fig. 8 show
that the two IFC NIST features at 1381nm and
1934nm provide concurring shift estimates, while
those based on the feature at 1222nm systematically
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diverge by 1 spectral pixel. This holds true as well
when on-ground IFC data are considered, thus ruling
out the possibility of nonlinear spectral shifts af-
fecting the SWIR detector during flight. Targeted
measurements are planned for the next laboratory
characterization to help identify the causes of these
observations. A faulty instrument laboratory charac-
terization or inaccuracies in the NIST SRM filter
characterization in the 1193–1269nm SWIR region
are only two possible hypotheses.
The estimation of the FWHM change in addition to
the center wavelength shift in a single inversion step
is only recommended if an adequate number of spec-
tral bands, sampling the absorption feature, was pro-
vided. A spectral sampling interval (SSI) of 5nm has
been identified as the threshold value above which
the number of bands might result insufficient for
the inversion of two parameters. For the same reason
the impact of not updating the nominal FWHM
would not be significant for this type of data [26].
These considerations automatically lead to the exclu-
sion of the FWHM estimation for the SWIR region
characterized by SSI ranging between 5–10nm.
For the investigated VNIR region around 760nm
the SSI varies between 3.8 and 4:6nm and is thus
bordering useful limit conditions. Figure 9 presents
the nominal FWHM for the VNIR band centered at
760nm compared to the updates provided by means
of the onboard-based and scene-based approaches. It
is readily observable that the estimates obtained by
the two approaches disagree between each other as
well as with the nominal reference. The O2-A feature
provides a less noisy estimate in the across-track di-
rection, which, however, deviates immediately from
the nominal FWHM. On the other hand, the IFC fil-
ter feature, despite the noise, follows the trend of the
ground calibration measurements at low altitude
and deviates only for higher altitude. Based on these
estimates and those obtained by other IFC filter
features (results not shown here) it is not possible
to draw any definitive conclusion on changes affect-
ing the FWHM parameter. The insufficient instru-
ment spectral resolution was hypothesized to be
among the reasons why an accurate FWHM change
retrieval could not be devised.
B. APEX Spectral Calibration Updates Verification
The validity of APEX spectral calibration update
was verified using a simple atmospheric correction
equation. The MODTRAN 5 code was used to com-
pute the different atmospheric parameters required
to convert a radiance signal into a reflectance sig-
nal [22]. Scene-specific parameterization and a
2-MODTRAN run (see [24]) were needed for this pur-
pose. Reflectances obtained assuming the nominal
and the updated spectral calibration are compared.
The IFC filter absorption feature around 743nm
was used for updating the VNIR spectral calibration,
after previous analysis had shown that the spectral
characterization derived from one single spectral po-
sition is representative of the entire spectral range
covered by the detector. This could not be demon-
strated for the SWIR detector, for which a disagree-
ment between estimates was found when using
features at different wavelength positions. As a con-
sequence the update of spectral calibration param-
eters is performed separately for each SWIR spectral
region corresponding to an IFC filter feature. Results
for the scene acquired at a flight altitude of 6:5km
are shown in Fig. 10 for VNIR and SWIR regions, re-
spectively. Different targets (vegetation, gravel) were
selected from the scene, each corresponding to a dif-
ferent across-track position on the detector. The over-
all perception is that spectra obtained by assuming
the updated instrument parameters during atmo-
spheric correction are much smoother than those
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Fig. 9. (Color online) FWHM characterization at 760nm for four
flight altitudes. The continuous black line represents the nominal
FWHM as measured in the lab, while the discontinuous lines re-
present the estimates based on the O2-A absorption feature (blue)
and on the corresponding NIST filter absorption feature (red).
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Fig. 10. (Color online) Surface reflectance spectra obtained based
on nominal (red) and updated (black) spectral calibration param-
eters. For the VNIR the update is based on the IFC feature located
around 743nm. For the SWIR the update was performed for each
spectral region separately based on the corresponding IFC feature.
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derived based on the laboratory spectral calibration.
For the VNIR region, the absence of spikes around
the O2-A band, when the updated instrument param-
eters are assumed, further validates the correctness
of the new spectral calibration. Remaining spikes
around 940nm could be explained by water vapor re-
siduals and uncertainties in the radiometric calibra-
tion. In the SWIR region, while major error spikes
caused by the spectral miscalibration were elimi-
nated, few residual spikes and dips are still present
most likely due to an inaccurate water vapor column
estimate. However, findings for the SWIR remain to
be proven by further measurements and analysis as
discussed in Section 3.A.
4. Conclusions and Outlook
In this paper, a systematic analysis of both
atmospheric-based and onboard approaches to spec-
tral characterization is presented for the first time.
Both approaches rely on the same feature-matching
technique and are aimed at improving APEX in-
flight spectral calibration. Deviations of instrument
spectral parameters are estimated in relation to an
initial calibration state defined during laboratory
characterization. The hypothesis is that spectral
calibration during flight will deviate from the labora-
tory calibration and can be updated using the em-
ployed methods. The calibration process remains
fully independent of an atmospheric correction,
which in turn can be used as further validation.
Estimates based on onboard filter features showed
good agreement with estimates based on O2 and H2O
atmospheric absorption features, differing in average
of about 0:3nm (0.05 of a spectral pixel) at the central
detector pixel position. Differences might be ex-
plained by suboptimal features’ shape, method un-
certainties, and different sampling frequencies of
the reference spectra. Within the second investigated
SWIR region, efforts resulted in poorer correspon-
dence between the two methods. Estimates based
on the CO2 feature and its corresponding onboard
feature showed disagreement of up to 2nm (0.2 of
a spectral pixel) in this region. Cross sensitivities be-
tween the solar function and the absorption of CO2
and H2O in the atmospheric model and the labora-
tory calibration uncertainties in this region can
explain the observed disagreement. In addition, re-
sults showed an altitude-dependent performance
deviation for both detectors. Pressure-dependent
dispersion changes are known effects in prism-based
instruments and future work will include improved
pressure and temperature measurements with sen-
sors placed on the dispersing elements.
Combining onboard and scene data for the in-flight
monitoring of spectral calibration holds a number of
advantages. Cross-validation of calibration efforts
is possible, where sufficient features in the same
spectral region exist. Further, spectral filters comple-
menting the number and distribution of atmospheric
features allow the monitoring of the full wavelength
range. The relatively good agreement between
estimates obtained by the two approaches in similar
spectral windows suggests they can be used in a com-
plementary fashion: while the method relying on at-
mospheric features can be applied without the need
for dedicated calibration acquisitions, the IFC allows
assessment at user-selectable wavelength positions
by custom filters as well as for the system on-ground.
The latter is also the reason why at comparable per-
formances by the two methods, the IFC should be
preferred over more conventional approaches relying
on ground imaging and related atmospheric features.
In the future, with the manufacturing of materials
providing even sharper absorption features, onboard
spectral characterization sources are expected to
gain even more importance over atmospheric-based
approaches, particularly in the SWIR region.
Because of the physical nature of the approach,
findings of this study are transferable to other in-
struments as long as boundary conditions are met
(e.g., instrument spectral resolution not exceeding
atmospheric line database resolution and availabil-
ity of onboard sources).
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